
   PRE-DESINFECTING 

   RINSING + BRUSHING
newtron

LED

RINSE minimum twice a day

2 min.

CLEAN

STERILIZE

134°C

2

3 Autoclave Class B

CLEANING PROCEDURE
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CHANGE O’ring every 3 months
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